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Abstract
Infrared (IR) radiation detectors are used in numerous applications from thermal imaging to spectroscopic
gas sensing and in various fields ranging from medicine to consumer products. Thermal radiation detectors,
or bolometers, which transform the radiation induced temperature rise of an absorber to electrical signal,
provide a cost effective route for IR radiation detection. By combining nano-thermoelectrics and
nanomembrane photonics, we demonstrate a 30 x 30 µm2 uncooled long-wavelength IR (LWIR) bolometer
that is compatible with CMOS fabrication and exhibits a very small thermal time constant of 67 µs. The 24.5
x 24.5 µm2 absorber is a 30-nm-thick metallic grid with low heat capacity, matched to vacuum impedance to
guarantee high efficiency. The absorber is placed in an on-chip cavity optimized for the radiation in the
spectral region around 10 mm. The metal grid is supported solely by the 80 nm thick nano-thermoelectric
poly-crystalline silicon beams, which convert the absorbed radiation into voltage. These transducer-support
elements benefit from reduced phonon thermal conductivity, especially, due to enhanced surface scattering.
The measured responsivity of the detector to LWIR radiation is 114 V/W, resulting in a specific detectivity of
1·107 cmHz1/2/W  and  4·107 cmHz1/2/W for contact and thermoelectric beam resistance limited cases,
respectively. We also show how the sensitivity of nano-thermoelectric bolometers can be improved to reach
specific detectivity levels above 1·109 cmHz1/2/W without compromising the speed of the detector. To
benchmark the performance of nano-thermoelectric bolometers we briefly review the state-of-the art LWIR
detectors.
1 Introduction	
Infrared (IR) part of the electromagnetic spectrum, where the photon wavelength is longer than that of visible
light,  is  relevant  for  numerous  applications  ranging  from  thermal  imaging  for  night  vision  to  remote
temperature measurements and chemical analysis using infrared spectroscopy [1–3]. IR imaging and
spectroscopy can be utilized for example in the detection of cancerous cells [4], thermography in medicine,
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biology, and sports [5, 6] as well as in industrial applications such as bioprocess monitoring [7], and in dynamic
material studies [8]. The thermal emission of most objects in the temperature range of 200–400 K is strongest
in the long-wave infrared range (LWIR), typically at wavelengths 8–15 µm, thereby making this range ideal
for IR applications as fully passive operation can be achieved.
In the IR range, the most common detector types are quantum detectors based on electron-hole pair
generation and thermal detectors (bolometers) based on radiation-induced heating of an absorber. Quantum
IR detectors, either photovoltaic or photoconductive, typically have higher sensitivity than bolometers, but
require cooling from room temperature down to cryogenic temperatures to reach the maximum
performance. The quantum detectors for the LWIR range require also relatively expensive and toxic
materials, such as HgCdTe and InAsSb. As quantum detectors transduce the IR signal directly into electric,
they are typically faster than the state-of-art thermal detectors. A high-speed detector not only provides fast
data acquisition, but also enables imaging and sensing of fast processes and environments, which is a
necessity, for example, in vehicular applications.
The state-of-the-art bolometers can reach relatively high sensitivities without cooling. The bolometers are
essentially thermometers, which detect the temperature change of the absorber. Widely used resistive
bolometers [1, 9, 10] are based on temperature-dependent resistors. Diode and transistor based bolometers
[11– 13] are similar to resistive bolometers, but they use semiconductor devices as sensitive thermometers.
In  thermoelectric  bolometers  [1,  9,  10],  often  also  referred  to  as  thermopiles  or  thermocouples,  the
thermoelectric transduction of thermal signal into electrical signal has, in principle, low noise, as the main
noise sources are the fundamental thermal fluctuation noise and the Johnson-Nyquist noise [9, 10, 14].
Furthermore, the thermoelectric transduction does not require any external power in signal generation, thus
enabling low power operation. Although here we focus on detectors operating at room temperature, we
note that interesting thermoelectric detector concepts have also been proposed for cryogenic temperatures
[15, 16].
Traditional thermoelectrics relies on the bulk material properties, whereas, nano-thermoelectrics capitalizes
on different combinations of nano-fabrication and synthesis techniques to engineer the electro-thermal
performance, i.e., charge carrier and phonon transport [17–20]. Nano-thermoelectrics has been mainly
driven by applications in thermal energy harvesting with very little attention to detectors until recently, when
it was postulated that nano-thermoelectrics can provide an attractive low noise transduction method for
bolometers [14, 21].
Silicon is an attractive detector material as it is widely used in semiconductor industry, cost-efficient, non-
toxic, and, in general, abundantly available. Shaping silicon into membranes with thicknesses in the nano-
scale causes its thermal conductance to collapse [22, 23] due to increased phonon scattering while keeping
the Seebeck coefficient and electrical conductivity virtually unaltered. This increases the thermoelectric
figure of merit significantly and, together with the maturity of the silicon technology, make Si-based
nanostructures extremely attractive transducer materials for thermoelectric detectors. The feasibility of
thermoelectric (non-optical) thermal detectors based on Si nanomembranes has been demonstrated
recently [14, 21].
For efficient radiation-to-electricity conversion, bolometers require an efficient radiation absorber. To
enhance the performance, it is essential that the absorber is supported solely by the thermoelectric legs to
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reduce the thermal coupling to the surroundings. Various optical absorbers based on thin layers have been
proposed and demonstrated for bolometers [24]. The thermal mass, or heat capacity, of the absorber
together with the thermal conductance to the surroundings defines the speed of the bolometer. Therefore,
for example for imaging applications, high absorption efficiency should be obtained with minimal absorber
heat capacity.
In this work, we demonstrate a nano-thermoelectric infrared detector in which a high efficiency absorber
with low heat capacity is supported by the thermoelectric transducer beams (see Fig. 1). The thermoelectric
beams are highly doped poly-Si nanolayers. The thin film titanium-tungsten (TiW) grid acts, in addition to
being the radiation absorber, as the electric contact between the n- and p-type beams forming the
thermocouples. These material choices make the detector cost effective and CMOS compatible. The
technology presented here is easily scalable to various sizes of matrices and single pixel detectors. For our
30x30 µm2 pixel  we obtain  a  very  small  thermal  time constant τ =  67 µs  and IR  responsivity  of  114 V/W
resulting in a specific detectivity of 1·107 cmHz1/2/W and 4·107 cmHz1/2/W for contact and thermoelectric
beam resistance limited cases, respectively. These results pave the way for scalable nano-thermoelectrics
based IR detection technology.2 Theory	and	modeling	2.1 Model	of	the	thermoelectric	bolometer	
Thermoelectric bolometers can be described by a model based on lumped thermal RC circuit [10, 14, 21, 25].
The speed of the bolometer is characterized by the thermal time constant ߬ = ܥ୲୦ ܩ୲୦⁄ , where Cth is the heat
capacity of the absorber and Gth the thermal conductance from the absorber to the environment, which is
also one of the determining factors of the bolometer sensitivity. Gth is a sum of the conductances stemming
from two different heat transfer mechanisms, conduction and radiation, where the latter can be expressed
as GR = 4AabsϵσT3, where Aabs is the area of the absorber, ϵ the emissivity, σ the Stefan-Boltzmann constant,
and T absolute temperature [14, 27]. The thermoelectric transducer of the bolometer transforms the
temperature gradient between the absorber and the bath into voltage, and is characterized by the total
Seebeck coefficient ܵ = dܸ dܶ⁄ = ܵ୮ − ܵ୬, where ܵ୮ and ܵ୬ are the Seebeck coefficients of the n- and p-
type thermoelectric elements.
The optical performance of the bolometer is determined by the wavelength-dependent optical (spectral)
efficiency ߟ(l) of the absorber. As the optical efficiencies of absorbers generally depend on the wavelength,
the total optical efficiency ߟ୲୭୲ of a bolometer is specific to the spectrum of the optical power. This optical
efficiency can be written in terms of the absorbed optical power Pabs and the total optical power P incident
on the absorber as ߟ୲୭୲ = ௉౗ౘ౩௉ = ∫ ఎ(ఒ)௉ಓ(ఒ)ୢఒ∫ ௉ಓ(ఒ)ୢఒ , where ܲ஛(ߣ) is  the  spectral  incident  optical  power  at
wavelength ߣ.
The frequency dependence of the output voltage signal amplitude of a thermoelectric bolometer is given by
(cf. [14, 25, 21])
(1)ܸ = ୟܸ୫୮୪
√1 + ߬ଶ߱ଶ,
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where ω is the angular frequency of the optical power and ୟܸ୫୮୪ = ܵߟ୲୭୲ܲ ܩ୲୦⁄ . The phase of the output
voltage is
(2)
Below the thermal cut-off angular frequency of ߱ୡ = 1 ߬⁄ , eq. (1) gives dܸ dܲ⁄ = ܵߟ୲୭୲ ൫ܩ୲୦√1 + ߬ଶ߱ଶ൯⁄ ,
and furthermore the (voltage) responsivity of the bolometer as
(3)
The sensitivity of a bolometer (or any photodetector) is often described by specific detectivity D* which
relates to the optical noise-equivalent power (NEP) by ܦ∗ = ඥܣୟୠୱ NEP⁄ , where NEP is defined for a unit
bandwidth of 1 Hz. In thermoelectric bolometers, the main intrinsic noise sources are the Johnson-Nyquist
noise associated with the total electrical resistance R of the thermoelectric transducer of the bolometer, and
the thermal fluctuation noise. The latter originates from random energy exchange between the absorber of
the bolometer and its surroundings by different heat carriers (electrons, phonons and photons). The
corresponding optical NEP of the thermal fluctuation noise is [9]
(4)
where kB is Boltzmann’s constant. For the Johnson-Nyquist noise this is given by the ratio of the Johnson-
Nyquist voltage noise ݒ୎୒ = ඥ4݇஻ܴܶ and the frequency-dependent bolometer responsivity as NEP୎୒(ω) =(dܲ dܸ⁄ )ඥ4݇஻ܴܶ = ܴ୚ିଵඥ4݇஻ܴܶ√1 + ߬ଶ߱ଶ. Below the thermal cut-off (߱ ≪ ߱ୡ) this reduces to
(5)
These two independent noise sources can be combined into total optical NEP as (cf. [14, 21, 25])
(6)
whereܼ෪ܶ = ܵଶܶ (ܩ୲୦ܴ)⁄  is the effective thermoelectric figure of merit of the bolometer. ܼ෪ܶ coincides with
the material thermoelectric figure of merit ZT when the geometries of the n- and p-thermoelectric elements
and the absolute values of the material parameters are equal [14]. Here eq. (6) is defined for the frequencies
below the thermal cut off. The frequency dependency of eq. (6) can be restored by performing substitution1/ܼ෪ܶ à (1 + ߬ଶ߱ଶ)/ܼ෪ܶ . Eq. (6) shows that the fundamental thermal fluctuation noise dominates when
ܼ෪ܶ > 1 3⁄ , and the Johnson-Nyquist noise when ܼ෪ܶ < 1 3⁄ . NEP can be minimized by maximizing ܼ෪ܶ and
ߟ୲୭୲ and by minimizing ܩ୲୦. The maximal ܼ෪ܶ can be achieved by optimizing the geometries of the
thermoelectric elements as well as their material parameters, i.e., Seebeck coefficients and electric and
thermal conductivities [14].
ߠ = arctan(−߬߱).
ܴ୚ = ୢ௏ୢ௉ቚఠ≪ఠౙ = ௌఎ౪౥౪ீ౪౞ .
NEP୲୦ = ඥ4݇஻ܶଶܩ୲୦ߟ୲୭୲ .
NEP୎୒ = ඥ4݇஻ܴܴܶ୚ .
NEP = ටNEP୲୦ଶ + NEP୎୒ଶ = NEP୲୦ඨ1 + 1ܼܶ෪ ,
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2.2 Absorber	model	
The absorption of infrared radiation in the present nanobolometer shown in Fig. 1 is based on an electrically
conducting absorber film (TiW), which is coupled to an optical cavity with a back reflector at the bottom of
the cavity. Optically the absorber, the optical cavity, and the back reflector form a well-known quarter-wave
resistive absorber, also known in radio-frequency engineering as the Salisbury screen, where the sheet
resistance of the absorber is matched to the vacuum impedance [27]. This kind of structure is also known as
an antiresonant interference structure [24].
The optical properties of the absorber structure are calculated with full-wave electromagnetic simulations.
The three-dimensional Maxwell equations are solved using the finite element method (FEM) software
Comsol Multiphysics® [28] with perfectly matched layer (PML) boundary conditions. Periodic boundary
conditions perpendicular to the plane of the absorber membrane are used to generate a rectangular periodic
lattice of the defined unit cell geometry. The incident radiation is simulated by plane waves that propagate
normal to the surface of the detector. The dispersive permittivity of the absorber metal (TiW) is derived from
the Drude model [29, 30] with the value of the electrical conductivity of 7.75´105 S/m measured for the thin
TiW films and assuming the carrier relaxation time to be 1´10-15 s. Similarly, the permittivity of polysilicon
was obtained based on the Drude model, but here the doping concentration and mobility were used as the
input parameters [31]. The doping concentration of the silicon substrate was 1´1016 cm-3. The time-average
spectral power density, Qabs, absorbed in volume V is used to calculate the power absorbed in the absorber
membrane [32]:
(7)
where E is the electric field vector and ε(ω) the dispersive permittivity, given by the Drude model, of the
material in volume V.
Figure 1. (a) A colored scanning electron micrograph of the nano-thermoelectric bolometer, and (b) a schematic diagonal cross-
section of the device (not in scale). The absorber grid in the middle of the device consists of a stack of n- and p-doped 80 nm thick
polycrystalline silicon and 30 nm thick TiW absorber metal on top. The poly-Si layer extends outside the absorber grid where it is
patterned into n- and p-doped beams connected to a 270 nm thick silicon nitride frame suspended over the 2.5 µm deep optical
cavity. The device consists of two n- and p-type poly-Si thermocouples connected in parallel by the TiW absorber metal.
ܳ௔௕௦(߱) = ߱2 නܫ݉[ߝ(߱)]|ࡱ|ଶܸ݀
௏
,
6 (17)3 Experimental	3.1 Device	structure	and	fabrication	
A scanning electron microscope image of the fabricated nano-thermoelectric bolometer is shown in Figure 1
together with a diagonal cross-section shown schematically. The device consists of an optical absorber
supported by n- and p-doped 80 nm thick poly-Si beams forming two thermocouples and a silicon nitride
frame controlling the strain in the beams [33]. The thermocouple pairs are electrically connected by a 30 nm
thick layer of TiW, which at the same time acts as the absorbing element. This TiW-poly-Si stack absorber is
patterned  into  a  grid  to  control  the  optical  impedance  of  the  absorber,  and  for  easier  release  of  the
suspended parts of the device during fabrication. Under the absorber grid an optical cavity is formed between
the absorber  and the substrate  which acts  as  the back reflector.  The optical  cavity  depth of  2.5  µm was
selected to maximize the detector output for room-temperature thermal radiation with wavelength
maximum at 10 µm.
The devices were fabricated in the VTT Micronova cleanroom facilities on a 150 mm standard single-side-
polished p-type (1-50 Ωcm) silicon wafer. First, a 2.5 µm thick layer of sacrificial SiO2 was deposited by a
tetraethyl orthosilicate (TEOS) low pressure chemical vapor deposition (LPCVD) process. Next, a 270-nm-thick
stress-compensation SiNx layer was deposited by LPCVD. This SiNx layer was patterned by plasma etching to
form  a  strain-compensation  frame  similarly  as  in  our  previous  work  [14,  21,  33].  Then,  80  nm  of  LPCVD
polysilicon, was deposited. The poly-Si layer was doped selectively with boron and phosphorus by ion
implantation and patterned by plasma etching to form the thermoelectric beams. Resistivities of 5.3 mΩcm
and  3.4  mΩcm,  charge-carrier  mobilities  of  27  cm2/Vs  and  15  cm2/Vs, and Hall carrier concentrations of
4.4·1019 cm-3 and 1.3·1020 cm-3 were obtained for the n- and p-type poly-Si, respectively, using van der Pauw
structures. The results are in line with the data in the literature for poly-Si films [34, 35]. After the poly-Si
processing, the absorber and contact metal, 30 nm of TiW, and 300 nm Al pad metal, were sputtered and
patterned by plasma and wet etching steps. Finally, the devices were released by a combination of HF vapor
and HF wet etching of the sacrificial oxide layer.
3.2 Characterization	
The optical characterization of the fabricated detector was performed in a vacuum chamber with pressure <
1 Pa by illuminating the sample using a calibrated cavity blackbody infrared source (model SR-200 33 of CI-
Systems, emissivity 0.99 ± 0.01, temperature accuracy ±2 K) through a ZnSe window of the vacuum chamber
lid. The detector was kept at room temperature with a temperature controlled sample holder. The total
optical power is controlled by the area of the circular output aperture and the temperature of the blackbody
source. To ensure that the measured signal is not caused by photovoltaic effects in silicon, a high-resistivity
(>5 kΩcm) double-side-polished silicon wafer was used as an optical filter directly in front of the ZnSe
window. As Si is transparent above the wavelength of ~1.1 µm, the Si filter has only a minor effect on the
shape of the mid and long-wave infrared spectrum used in the experiments. The combination of the ZnSe
window and the high resistivity Si filter results in a relatively flat transmission in the wavelength range of 1–
20 µm. The total IR power incident on the detector absorber through the optical system is estimated using a
numerically calculated blackbody spectrum and the analytical model of the optical setup with a Lambertian
blackbody source (cf. [36]).
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The opto-thermoelectric response of the detector was measured with a lock-in technique using an optical
chopper, a SR865A lock-in amplifier and a SR560 preamplifier connected to the detector in a differential
mode. In the measurement, the two thermocouples of the bolometer were connected in parallel, i.e., the n+
ends of the two thermocouples were connected together as well as the p+ ends (see Fig. 1). In high-frequency
response measurements an optical chopper wheel with smaller slits, and thus, a small output aperture for
the infrared radiation is needed. Therefore, the optical power was maximized by using a high blackbody
temperature.4 Results	and	discussion	
The measured frequency response of the IR detector of Fig. 1 is shown in Fig. 2. The first order response
model of eqs. (1) and (2) fits well both to the experimental amplitude and phase data. We can observe that
our thermal detector is extremely fast: The model fit yields the detector thermal time constant of 66.7 µs,
which is exceptionally small for a thermal detector. The corresponding thermal cut-off frequency ωc/2π is 15
kHz suggesting that the detector is capable of detecting optical signals with frequencies up to tens of kHz
depending of the power of the measured signal.
Figure 2. Frequency response of the infrared detector. The response model of eq. (1) was fitted to the measured detector output
voltage amplitude as a function of the frequency of the optical power modulation. The fitting parameters are τ = 66.7 ± 2.4 µs and
Vampl = 1387 ± 5 nV. The inset shows the measured phase of the detector output signal as well as the fitted model response of eq. (2).
The temperature of the blackbody infrared source is 1200 °C, and the total optical power incident on the absorber area is 20 ± 8 nW.
Fig. 3a shows the response of the detector to blackbody infrared signals with power levels extending two
orders of magnitude. They were measured at low frequencies below the thermal cutoff. The response data
shows good linearity over the whole power range, thereby demonstrating excellent dynamic range of the
detector. The spectral efficiency of the absorber η(λ),  simulated using circularly polarized IR radiation, is
shown in Fig. 3b. The response of the absorber is independent of the polarization. In Fig. 3b the spectral
efficiency of the absorber η(λ) peaks around the wavelength of 10 µm, thus making the present bolometer
ideal for thermal signals from bodies around room temperature. The peak of the blackbody radiation shifts
to lower wavelengths at higher blackbody temperatures (e.g. 6.1 µm 200 °C and 2.7 µm at 800 °C ), which
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results in a slight reduction of the responsivity of the detector. However, the intensity of the blackbody
radiation increases at all wavelengths and, thereby, the total detected signal grows as a function of the
temperature of the blackbody regardless of the optimal wavelength range of the detector.
Figure 3. (a) The power response of the detector measured using various temperatures and output apertures of the blackbody
infrared source. The power amplitude is the total optical power incident on the absorber area. The linear fits to the data (solid lines)
correspond to the responsivities of 113.6 ± 6 V/W (200 °C), 110.1 ± 5 V/W (400 °C), and 99.5 ± 3 V/W (800 °C). (b) Simulated spectral
efficiency of the absorber ηabs(λ) as a function of the optical signal wavelength. The spectral efficiency does not reach unity due to
the use of suboptimal back reflector and slight mismatch of optical impedance (see text for details).
The FEM simulations of the poly-Si-TiW absorber grid showed that the TiW layer governs the optical
absorption process in the bolometer, and the poly-Si layer below the TiW layer is mostly inactive because its
electric  conductivity  is  too  low  at  IR  frequencies.   The  optical  impedance  matching  of  the  TiW  layer  is
determined by the TiW sheet resistance resulting in impedance of 287 W instead  of  the  optimal  377 W.
However, the effect of this mismatch is small: We estimate a reduction of the peak absorptance from 100%
to 98 – 99% when an ideal back reflector is utilized with the present absorber. The optimal impedance
matching can be achieved by tuning the geometry of the absorber grid or the thickness of the TiW layer.
Another  way to  improve the absorptance is  to  increase the reflectance of  the back reflector  from the Si
substrate  value  of  30%,  for  example  by  introducing  a  metal  layer  on  top  of  the  substrate.  These
straightforward improvements would allow the absorptivity to be increased virtually to 100%.
Eq. (3) allows the estimation of the material parameters of the thermoelectric transducer of the detector.
The literature data on LPCVD polycrystalline silicon with similar resistivities as in the present work [34, 37]
suggest that the Seebeck coefficients of the n- and p-type poly-Si are –0.25…–0.30 mV/K and 0.2 – 0.25 mV/K,
respectively. Based on these values, the total Seebeck coefficient S of the detector is 0.45 – 0.55 mV/K, which
is consistent with our previous results [21]. Using the 200 °C value of RV = 113.6 V/W (see Fig. 3a) and the
simulated total optical efficiency of absorber ηtot = 0.509, eq. (3) gives S/Gth = 223 V/W. Furthermore, with
the estimated S, we obtain 2.0 – 2.5 µW/K for the thermal conductance Gth of the detector. By assuming that
thermal conductivities of the n- and p-type poly-Si beams are equal, this corresponds to thermal
conductivities of 26 – 32 W/m/K. These values are in line with the thermal conductivities of undoped and
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doped single and polycrystalline silicon membranes with similar thickness ranges [14, 21–23, 35]. Thicker
poly-Si films with higher doping levels than in the present poly-Si membranes and bulk poly-Si exhibit thermal
conductivities in the range 30 – 120 W/m/K [37–39]. The thermal conductivity of the present poly-Si
membranes suggests that phonon surface scattering reduces the thermal conductivity similarly as in single-
crystalline Si nanomembranes [22, 23].
The total resistance R of the thermoelectric transducer has a dominant effect on the sensitivity of the device
as it determines the intrinsic voltage noise of the detector [14]. The characteristics of the present bolometer
are summarized in  Table  1.  It  is  important  to  notice  that  while  the total  resistance of  the thermoelectric
transducer is 50 kΩ, only a small portion of it, namely Rbeams = 2.8 kΩ, arises from the thermoelectric poly-Si
beams. Ideally, the resistance of the absorber grid has only little contribution to the total resistance of the
device as the effective sheet resistance of the absorber grid is equal to the vacuum impedance (~377 Ω). The
extra resistance arises from the resistance of the polysilicon–TiW contact in the absorber grid requiring
further process and material optimization. The values of R listed in Table 1 and the value of Gth estimated
above give ܼ෪ܶ = 6–7·10-4 using the measured total bolometer resistance, and ܼ෪ܶ = 0.011–0.013 using the
resistance of the thermoelectric beams only.
Table 1. Summary of characteristics of the nano-thermoelectric IR bolometer.
Total device area A [µm2] 30 x 30
Absorber area Aabs [µm2] 24.5 x 24.5
Absorber fill factor ηFF = Aabs/A 66.7%
Measured thermal time constant τ [µs] 66.7 ± 2.4
Total bolometer resistance [kΩ] 50
Resistance of thermoelectric beams Rbeams [kΩ] 2.8
Measured responsivitya RV [V/W] 113.6 ± 6
Optical noise equivalent powera (NEP) [pW/Hz1/2] 252 ± 13b / 59.6c
Specific detectivitya D* [106 cmHz1/2/W] 9.73 ± 0.5b / 41.1c
aSensitivity to 200 °C blackbody radiation.
bSensitivity determined by total resistance, which is limited by contact resistance. Calculated using eq. (5)
with R = 50 kΩ.
cLimiting sensitivity determined by the resistance of the thermoelectric beams. Calculated using eq. (5) with
R = Rbeams = 2.8 kΩ.
Because the estimated ܼ෪ܶ is  well  below  1/3,  the  intrinsic  voltage  noise  of  the  present  bolometer  is
determined by the Johnson-Nyquist noise, see eq. (6) and Ref. [14]. This allows us to calculate the optical
NEP = 252 pW/Hz1/2 and specific detectivityܦ∗ = ඥܣୟୠୱ NEP⁄  = 9.73·106 cmHz1/2/W using eq. (5) by applying
the total bolometer resistance R. In the ideal case, the thermoelectric beams alone (Rbeams) determine the
total resistance R of the bolometer, which would decrease the NEP and increase D* from the measured values
to NEP = 59.6 pW/Hz1/2 and D* = 4.11·107 cmHz1/2/W. These calculated and estimated parameters are listed
also in Table 1 As discussed above, the total optical efficiency ηtot of the bolometer can be increased to 100%
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by improving the absorber efficiency. In this case NEP = 128 pW/Hz1/2 and D* = 1.91·107 cmHz1/2/W would be
reached with R =  50  kΩ resistance,  and  NEP  =  30.3  pW/Hz1/2 and D* = 8.09·107 cmHz1/2/W  with  2.8  kΩ
resistance, respectively. This former estimate of NEP coincides also with the estimated electrical NEP of the
detector. Furthermore, ܼ෪ܶ  and thereby NEP and D* of the present bolometer can be improved by selecting
optimal geometries for the thermoelectric beams based on the resistivities, and Seebeck coefficients and
thermal conductivities of the n- and p-type thermoelectric materials (see Ref. [14] and further discussion on
ܼ෪ܶ  below). These calculations show that optical NEP well below 100 pW/Hz1/2 and D* above 5·107 cmHz1/2/W
can be reached by reducing R and increasing ηtot of the present bolometer. The performance can be improved
even further by geometrical optimization of ܼ෪ܶ .
4.1 Routes	to	optimize	the	performance	
Since the surface scattering of phonons increase with decreasing nanomembrane thickness, leading to
decrease in thermal conductivity [23], the performance of the thermoelectric transducer of the detector can
be improved by thinning the poly-Si membrane. Further performance enhancement can be achieved by
maximizing the power factor S2/R by optimizing the doping parameters. However, since S decreases with
increasing electric conductivity [20], the optimization is more complicated than just minimizing of R by
increasing the doping. The effect of a thinner poly-Si membrane can be estimated using the experimental
data from a 9 nm thick single-crystalline silicon layer with native oxide, which exhibits thermal conductivity
of 8 W/m/K [23]. If it is assumed that S and the electric conductivity of the nanomembrane remain the same,
then we can use the proportionalitiesܩ୲୦ ∝ ߢݐ and ܼ෪ܶ ∝ (ܩ୲୦ܴ)ିଵ ∝ ߢିଵ, where t is the thickness and κ the
thermal conductivity of the n- and p-type poly-Si (assumed here to be equal for both the doping types). If the
thickness could be reduced from 80 nm to 9 nm, then κ would reduce from 32 W/m/K to 8 W/m/K, and Gth
of the present detector would reduce from 2.5 µW/K to 70 nW/K. The contribution from the radiative heat
conductance GR can be neglected in these estimates as GR = 3.9 nW/K (assuming ϵ = 1 and T = 300 K) for the
present detector. The thickness reduction would increase ܼ෪ܶ  from  to  0.013  to  0.052  (in  the  case R is
dominated by the electric resistance of the thermoelectric beams Rbeams). Furthermore, we assume that
power factor S2/R can be doubled leading to ܼ෪ܶ  = 0.104. Next, we assume that η (λ) can be increased to 1 at
all the wavelengths of interest in the hypothetical 9 nm poly-Si device, leading to NEPth = 0.59 pW/Hz1/2, NEP
= 1.9 pW/Hz1/2, and D* = 1.3·109 cmHz1/2/W [see eqs. (4) and (6)]. We refer this estimated case as A.
The effect of the thickness reduction of the poly-Si nanomembrane on τ can be estimated using the bulk
values of the volumetric heat capacities of Si and the TiW absorber metal. We use a value of Ti for TiW, as Ti
has slightly higher volumetric heat capacity than W. This rough calculation shows that the poly-Si thickness
of 9 nm would reduce Cth by 64.6%. With the decreased Gth calculated above, this leads to estimated τ of 836
µs (case A). For D* = 1.3·109 cmHz1/2/W estimated above this time constant is a signature of high temporal
performance for a thermal detector. Alternatively, the thermoelectric beams of the detector could be
shortened so that Gth would remain 2.5  µW/K and the fill  factor ηFF = Aabs/A would increase to  90%.  The
resulting device (case B) would be both faster and much more sensitive than the device with 80 nm poly-Si
as the estimated performance values are τ = 23.6 µs, NEPth = 3.9 pW/Hz1/2,  NEP = 13 pW/Hz1/2, and D* =
2.3·108 cmHz1/2/W [see eqs. (4) and (6)].
The performance of our nano-thermoelectric bolometer is compared in Fig. 4 with results reported in the
literature for thermal LWIR detectors. For reference, cooled and uncooled quantum LWIR detectors are also
included in Fig. 4. The present bolometer is an order of magnitude faster than the fastest state-of-the-art
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thermoelectric bolometer and 3 times faster than the fastest state-of-the art resistive bolometers. The
sensitivity  of  the present  device  is  in  the same order  of  magnitude as  some thermal  detectors  and most
uncooled quantum detectors. The fill factor of the present device ηFF =  67% is  large compared to  the fill
factors of many existing thermoelectric bolometers [56, 58], as an example the detector in Ref. [54] has a fill
factor of 1%. Detectors with a large fill factor are attractive in imaging applications where tightly packed
detector arrays are needed. As discussed above, we expect that the performance of the present device can
be improved remarkably by straightforward material and geometrical optimization. In addition, Fig. 4 shows
the performance values of the resistance-optimized nano-thermoelectric bolometer with the total resistance
R determined by the beams only (see Table 1) as well as the proposed optimized detectors based on 9 nm
poly-Si designed either for speed (case B) or sensitivity (case A), as described in the previous section. The
detector sensitivity can be enhanced further by utilizing high ZT materials [60–63], which allow NEP to be
pushed to the thermal fluctuation limit.
Figure 4. Time constants τ and specific detectivities D* of the nano-thermoelectric bolometer presented in this work and of
commercial and non-commercial LWIR bolometers and quantum LWIR detectors [11–13, 40–58]. The data of this work includes
measured and estimated detectors based on 80 nm poly-Si, and estimated cases A and B with 9 nm poly-Si and different beam and
absorber geometries. The dashed black line shows the 290 K background radiation limit for thermal detectors calculated using full
spectrum in the half space case [59]. The D* values of Refs. [57] and [13] were calculated using the reported responsivity, NEP, and
geometrical data.
5 Conclusions	
In conclusion, by combining nano-thermoelectrics and nanomembrane photonics, we have demonstrated a
CMOS-compatible  LWIR  bolometer.  The  measured  responsivity  of  the  bolometer  was  114  V/W  giving  a
specific detectivity of 1·107 cmHz1/2/W and 4·107 cmHz1/2/W for contact resistance and thermoelectric beam
resistance limited cases, respectively. The detector exhibited a very small thermal time constant of 67 µs.
The fast operation speed stemmed from the low heat capacity multi-functional absorber, where a single
12 (17)
metal layer grid absorbs the radiation and, at the same time, connects the poly-silicon n- and p-type nano-
thermoelectric support beams, which convert the IR radiation induced temperature rise into voltage. We
discussed how the specific detectivity of nano-thermoelectric bolometers can be pushed above 1·109
cmHz1/2/W without compromising the speed of the detector and benchmarked the performance with the
state-of-the art LWIR detectorsAcknowledgements	
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